Scaler Tips
User Manual

A Warning

® The Scaler Tips is only used in dental
clinics or hospitals by professional and
trained personnel.

® Please ensure sufficient coolant during use.

® Please clean, disinfect and sterilize
according to regulations before each use.

® The Scaler Tips must be tightened during
use. When the Scaler Tips is damaged or
worn, the vibration intensity will decrease.
The user should replace in time.

1. Model

Scaling Perio Endo

G1. G2, P1.P3,P3D. E1. E2, E3,

G3. G4, P4, P4D. E3D. E4,

G5, G6. P50L, P50R, E4D, E5.

G7. G8. P52, P54L, E5D, E6.

G9 P54R, P56, E11. E12D,
P59, P90, Cu1, cu2,
P94, P95 CU3, cu4

2. Intended use

Used in conjunction with Dental Scaler and
Air Polisher for cleaning tooth surfaces and
root canals.

3. Contraindications

Do not use on the following patients: heart
disease patients, pregnant women and
young children.

4. Installation and use

® Hold the Ultrasonic handpiece and screw
in the Scaler Tips, and then insert it into
the torque wrench, finally rotate clockwise.

® Start the machine and clean the tooth
surface, refer to “Dental Scaler and Air
Polisher User Manual” for details.

5. Storage environment
It should be stored in a clean, dry, ventilated,
non-corrosive gas room.

6. Cleaning, disinfection and sterilization

® Rinse with tap water before sterilization.

® Method: high pressure steam
sterilization.

® Minimal requirements: 5 min at 134 °C.

service life: 5 years

production dates: See label for details
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